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PROPAGATION OF SOUND THROUGH EARTH ’'S ATMOSPHERE 


By 

Francis F. Badavi^ and Jacob Becher^ 

SUM^IARY 

This report summarizes the work performed under research grant NAGl- 
234, during the period of July 1 - December 30, 1982 in the specific area of 
detection of infrasound generated by Clear Air Turbulence. 

Detection of Infrasound Generated By 
Clear Air Turbulence 

Introduction 

The purpose of the present work is to establish a possible correlation 
between atmospheric turbulence and generation of low frequency infrasound 
waves (frequency -0.1 -10 Hz). 

Once the correlation of these infrasound waves has been established, 
the detection of infrasound could be used as an effective method of 
atmospheric turbulence detection and storm prediction. 

The previous progress reports (research grant NAGl-142, July and 
December 1981, and NAGl-234 June 1982), had described the technical and 
instrumentational procedures and criteria employed for the present work. 

The present report will be mainly concerned with the analysis of 
artificially produced infrasound and the response of the data acquisition 
system. These will be carried out under two headings; 

1. System response to infransonic pure-tone; and 

2. System response to helicopter noise. 


^Graduate Research Assistant, Department of Physics, Old Dominion Univer 
sity, Norfolk, Virginia 23508. 

^Associate Professor, Department of Physics, Old Dominion University, 
Norfolk, Virginia 23508. 



System Response to Xnfrasonic Pure-Tone 

To test the effect of local wind variations on the data-acquisition 
system, a Bass-RefleK speaker was designed &nd built to operate in the 
infrasonic region (output 104 dB @ 1-m; Helmholtz Resonance frequency @ 

9.868 Hz). Figure 1 shows the location of the microphone array in relation 
to the Landing Loads Facility (Bldg. -1262, LaRG) . 

Tn the actual field test, the speaker, with an accompanying electronics 
and power amplifier (Crown-DC300 (3 300 Watts/channel) , was placed in a van 
and taken to three predetermined locations to study the wind effect. 

The analysis of the recorded results showed that the microphones could 
not be left exposed in the field and had to be placed in a protective con- 
tainer, with a wind screen separating the ambient air from microphone 
diaphragm. To lower the effect of wind shear on the container wall, a 
coarse fiberglass doth was employed to cover the top of the container with 
two layers of soft foam providing seismic isolation. Finally the entire 
assembly was buried such that the upper surface of the container was level 
with the ground. Figure 2 shows the position of the container with respect 
to ground level. This method virtually eliminated the effect of wind shear 
on the entire assembly. 

Figure 3 is a typical noise response of the system before and after the 
modification. The upper line is the system's noise response with exposed 
microphone and the lower line is the response after the wind damping 
container was employed. By the application of this method a considerable 
amount of drop in response to wind was achieved, and the wind leakage into 
the system was at an acceptable level. 

System Response to Helicopter Noi'ie 

The infrasonic signatures generated by the main blade slap rate of a 
helicopter is a convenient source of artificially-produced infrasound. 

To test the data-acquisition system sensitivity, a multi-location 
hovering schedule was set on the afternoon of August 27, 1982. The specific 
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Figure 1. Infrasonic microphone array. 


i= 

h 

II 


0RIGINA1. 

OF POOR QUAUTV 



Figure 2. Windscreen details 




helicopter to be used was a Huey 204-B with a blade slap rate of about 10 
Hz. 

The flight procedure was for the pilot to hover at a predetermined 
location for approximately 60 seconds, during which time the infrasonic 
signature was recorded by the operator. Upon completion of data taking,* the 
pilot was instructed to increase his radial distance from the center of the 
array. This procedure was repeated until a distance was reached where the 
infrasound was not distinguishable from the background noise. 

The purpose of this test was twofold. First, to determine at approxi- 
mately what radial distance the system's sensitivity was, beyond an accept- 
able margin, and second, to determine if the system hardware and analysis 
method, developed for the work, was capable of finding helicopter's 
direction. 

The flight schedule called for the pilot to hover at ten different 
locations, of which six were radial along a fixed bearing (approximately 3- 
degrees west of north). The furtherest planned raidal location was approxi- 
mately 25,000 ft (7500 m) away from the array's center. The other four 
locations were circumferential at predetermined landmarks along a fixed 
radius from the array's center. 

Table I is a listing of the locations and ranges from the array’s 
center and helicopter's altitude. 

This data was later analyzed on a HP 5451-1, Fast Fourier Analyzer 
computer for the purpose of time and frequency domain spectral analysis. 

Figure 4(a-e) show the center microphone's response to different radial 
distances. The upper diagram is the signal magnitude and the location of 
fundamental frequency and it's harmonics in frequency domain, and the lower 
diagram is an expanded display of signal in time-domain (total duration - 
1.5 seconds). This diagram was expanded to generate a better time 
resolution. 

As can be seen from figure 4(a-e), the signal is strong at 2,400 ft 
(720 m), 4,000 ft (1200 m), 8,800 ft (2540 m), and 13,000 ft (3900 m) , but 
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Table I, Helicopter flight information, 


STATION # 

LOCATION 

RADIAL 

DISTANCE 

(mftff^f^ft 

ALTITUDE 
(metir) feet 

0 

POQUOSON TRAILER 
TRAILERPARK 

(720) 2H00 

(150) 500 

1 

HOUSING 

DEVELOPMENT 

(rOO) TOO 

(210) 700 

2 

HUDGINS ROAD 

(2m) 8800 

(210) 700 

3 

RIVER ROAD 

(3900) 13000 

(210) 700 

A 

ROBERTS CREEK ENT. 

6TO) 18000 

(210) 700 

5 (canceled) 

YORK POINT 

(7500) 25000 


A 

BACK RIVER 

(1200) TOO 

(180) 600 

B 

CHAPEL ROAD 

(1200) TOO 

(180) 600 

c 

LRC , BLDG 1212 

(1200) -TOO 

(180) 600 

X 

TEST LOCATION 

(LTO) TOO 

(180) 600 

/ 
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Figure 4(a). Microphone #0, location //O 
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Figure 4(b). Microphone #0, location itl. 
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Figure 4(c). Microphone #0, location if 2. 
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Figure 4(e). Microphone //O, location //4. 


18|Q0Q fill C*I^OO \w) bvoki^, vJowft huvI obaeivTO p^^aka at 1% 18 » 5 

avul 11 Ha v'live obaiivvert, ’mla almoinrtaUby ia $\\m\\ lv\ 

Dun fea tshia vh?op i\\ alsnal to wolae vablo it m% vUoU'^8 that atatlov\ 
n at 2S»000 It asoo m), ahouUl not ha tvled^ 

At ptaaant a olaat anaviiat to apaotininv htaakKwv\ at 18i080 It (5A00 iu) 
Uaa not heavv Iul4»^ daolda8» HowavaVi It la poaalhla that ao«\a \\m\liv\aai' 
phanoiaanon la tontvlhuting to thla htaakdown* 

haoauaa ol nonliwpolalva haluavlot ol wat\italIy*^pi'oduoaAl Initaaoulo 
aiftoatota) it waa daoidad that tha tl\M doavain oi*oai“Oon*alatlov\ taohvili(|ua 
is wot a aultahla a\fowwa to follow*. ih\ tha ot)vai‘ha»u1| a gaweaal porpoaoj 
fa«t fovu'iat? 1 ‘owtiwa appaaorod to ha ^ laota flaslhla appvoaohi 

Baaad m tha oowolualow ahova^ ovoaa^powav apaotmw oalowlatiow waa 
patloirnvad t^atwoew tha eantai' wlotophooa and wviovophowa A, ‘ika pwtp^ao ol 
thla waa to ohtaiw a oro8a«powor \aapwltwde apaoti'wm and find tha a^aot valwa 
of a luwdavttowtal foasiaanoy hatvaaw two mlotophowaa* Tha axaot v^alwa ol tha 
fowdamawtal Itaquawoji^ v«ada It poaalhla to ohtaiw aw aapawdad ovoaa-powai' 
phaaa apaottvm wVvloh gava tha phaaa Iwloimtlow hatwaaw two Iwoomiwg 
aigwala* 

Fi'oiw tha kwowlad.^a of phaaa iwfoi'watlow it wa« a aiwpla wattaw to find 
tha dli'aotlou of 'hUgvval^dvvwtoa*'' 'thla pai't of tha woi’k waa oawHad owu by 
ualwg aw algoi'ithwv davalopad ow a popvdat htawd daak^top ttiiowoeoiputat* 

Pi^viva Ka-a) a\»ow tha ahova atatad aw>thod% 'lha v\ppat gwaph la tha 
wa,^witwda of cvoaa pov'^at apaotwwivi hatwaaw oantaa ittlotophowa and avletophowa. 

A, av\d tha oawtao ^tap\\ la a haavU^» aspawdad oi'oaa-powaw phaaa dla^wa\a 
atouwd tha hlw that oati'lad t\\a phaaa-*lv\foi'Matiow oottaapowdlwg to fuwda* 
wawtal ftaqwawcyi Also iwolwdad la tha ctoaa-oottalatlow of tha Swndaaiawtal 
Itatioawoy at hottoivi with tha tafatawaa at tha oawtaa of tVva ahaolaaa, 

As eaw ha aaaw fvom flptaa 5Ca*a) j tha owoaa*powai' Magwltoda deoppad 
vaty wapldly with IwotaaalwA tadlal dlatawoa.j awd at IdjOOO ft (3A00 av) owly 
tha fowdau\ewtal awd tha ohaowwa 15, 16 awd 11 ha ao\ttpowawta wata dataotabla* 
Thla pvoblavii iwtwoduoad ai‘m‘ iw tha oalowlatlow of aipal-aowtoa dltaotlon 
flwdlwj^ dwa to a5<latlwt waak alkw&l awd haokpwowwd wolaa* 
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Figure 5(c). Microphones (0-A), location #2 
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Figure 5(d). Microphones (0-A), location #3 














Table 11(a) is the result o£ the direction finding algorithm for the 
radial part of the flight. It is obvious that increasing radial distance 
beyond 18,000 ft (5400 m) induced difficulty in finding a "sharp" direction 
for the source. 

Table 11(b) is the same kind of tabular result for the circumferential 
part of the test. Location x was picked randomly by the pilot, as requested 
by the system operator, to test out the software capability in finding the 
proper direction. 


Conclusions 

The research work at the start of this project was broken down into the 
following categories: 

1. Analog Instrumentation; 

2. Digital Instrumentation: Direction finding Algorithm; 

3. Test with known Infrasound: Helicopter and Speaker; 

4. Identification of Natural source of Infrasound; 

5. Corroboration: Aircraft, Doppler Radar; 

6. Second Station (Wallops Island) for triangulation. 

At present the first three parts of the project are almost completed, 
and our accomplishments for the duration of thir progress- report have been: 

1. Algorithm for signal processing; 

2, Novel windscreen; Reducing background noise; 

3. Successful test with calibrated infrasound source; 

4, Successful test in finding the direction of hovering helicopter. 
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TABLE-IKA). HELICOPTER AZIMUTH REFERRED TO 0-A. AXIS. 

MEASURED AZIMUTH 


RANGE (FT) 

3iA 

QiB 

QiC 

2^0 


-6® 

"10* 

ilOOO 

o 

-6 

0 

-8 

-8 

8800 

a 

-6' 

-7 

1300Q 

o 

-8 

-10 ” 

-3 

18000 

-28- 

-13' 

( 

-n 


0 

H . SCALE: OA = IDO ft(33 meter) 


o 

A 

o 

0 

o o 

B C 
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TABLE II (B). HELICOTER AZIMITH REFERRED ID QA AXIS. 


MEASURED AZlMUm 


!Q0meter) too feet 

Q=A 

5i£. 


STA- A 

90’ 

o 

83 

0 

96 

STA-B 


306’ 

31S' 

STA-C ■ 

190’ 

165 ' 

175° 

STA-X 

241' 

241* 

239° 


SCALE: OA = 200 ft(33 meter) 


o 

A 

o 

0 

o o 

B C 
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